Background. Over a 2-month period, eight patient cultures in our clinical microbiology laboratory were positive for Clostridium paraputrificum, an uncommon spore-forming microbe. The possibility of a pseudo-outbreak related to contamination in the laboratory's anaerobic tent was considered.
Methods. This study occurred at a 505-bed tertiary care university-affiliated teaching hospital. Patient samples were cultured and evaluated following standard protocols, and isolates of C. paraputrificum were identified using matrix-assisted laser desorption ionization-time of flight mass spectrometry (MALDI-TOF MS). To identify additional cases, MALDI-TOF MS testing reports were manually reviewed and matched to patient records. Concurrently, the laboratory's anaerobic tent was sampled after cleaning with isopropyl alcohol (and later with bleach or sporicidal disinfectant) following standard procedures and protocols recommended by the tent manufacturer (Coy). Pulsed-field gel electrophoresis (PFGE) was performed on isolates from patients (n = 8) and the anaerobic tent (n = 6).
Results. Despite cleaning with isopropyl alcohol or bleach, surface samples from the anaerobic tent grew C. paraputrificum. PFGE analysis revealed all patient and anaerobic tent isolates to be indistinguishable, suggesting that they originated from a common source. Growth of the organism from patient samples was therefore regarded as potential contamination. Prior to this, six of the eight patients received antibiotics related to this positive culture and had Infectious Disease consultations. Providers of the patients were contacted regarding the contamination issue. The anaerobic tent manufacturer was consulted and ultimately recommended using Peridox Sporicidal Disinfectant. Six months later, the tent was re-sampled and did not yield positive cultures.
Conclusion. A pseudo-outbreak of the uncommon organism C. paraputrificum was related to insufficient disinfection practices of an anaerobic culture tent. This had negative effects on our institution and patient care in terms of cost, time, and unnecessary treatment. The use of sporicidal disinfectant has since proven effective to prevent contamination from spore-producing microbes.
Disclosures. Friday, October 5, 2018: 12:30 PM Background. Contaminated blood cultures remain a challenge for patients, physicians, and microbiology laboratories, often leading to unnecessary antibiotic treatment. One approach to reduce contamination is to avoid culturing the initial blood sample that can contain a contaminated plug of skin from the needle stick. Initial specimen diversion technique (ISDT) was associated with decreased rate of blood culture contamination, when applied by trained phlebotomists, using either sterile vacuum blood collection tubes or a designated device. The aim of this study was to test ISDT in real-life, using externally nonsterile regular vacuum sample tubes for the diversion, by any medical personnel taking blood cultures.
Methods. Adults from whom the treating physician planned to take blood cultures and additional blood chemistry tests, in the same venous puncture, were eligible and were randomly assigned to intervention or control arms. The hospital's standard procedure for blood drawing was maintained, except that in the intervention arm, blood was aspirated to a green-capped tube, which was used for regular biochemistry tests, prior to the blood culture.
Results. Four hundred twenty-three blood cultures were obtained from 404 patients. Of 404 (11.1%) of the blood cultures, 45 yielded microbial growth, with 31 (7.7%) regarded as true pathogens and 14 (3.5%) as contaminants. Detection of true bloodstream infection was similar by the two methods, 16/181 (8.83%) with the ISDT, and 15/223 (6.72%) using the standard method. The ISDT was associated with a significantly less isolation of presumed contaminants compared with the standard method, 2/165 (1.2%) vs. 12/208 (5.76%), P = 0.02.
Conclusion. ISDT, by any medical personnel, through altered order of test tube vs. blood culture sampling significantly reduced contamination of blood cultures without loss of diverted blood.
Disclosures. All authors: No reported disclosures. Background. Hand hygiene and isolation precaution are often difficult to sustain, requiring additional measure to control multidrug-resistant organisms (MDRO) transmission. It was suggested that continuously antimicrobial surfaces could offer superior control of surface bioburden.Thus, we sought to decide the efficacy of photocatalyst antimicrobial coating in reducing MDRO acquisition in high incidence setting.
Environmental Disinfection
Methods. At an institute where used to have high incidence rate of methicillin-resistant Staphylococcus aureus (MRSA), we performed prospective cohort study involving patients hospitalized in medical intensive care unit. Five months of preintervention (where routine infection control measures were maintained) data were compared with 5 months of postintervention (after titanium dioxide-based photocatalyst were coated on high touch surfaces) data. The acquisition rate of MDROs and the rates of hospital acquired blood stream infection (BSI), pneumonia, urinary tract infection (UTI), and Clostridium difficile-associated disease (CDAD) were compared using Cox proportional hazards regression analysis.
Results. A total of 621 patients were included. There was significant decrease in MRSA acquisition rate after photocatalyst antimicrobial coating. (hazard ratio, 0.37; 95% CI, 0.14-0.99; P = 0.04.) However, acquisition rates of vancomycin-resistant Enterococcus spp. and multidrug-resistant Acinetobacter baunmannii had not significantly decreased. The hazard of acquiring hospital acquired pneumonia during intervention period compared with baseline period was 0.46 (95% CI, 0.23-0.94; P = 0.03). There were not significant reduction in hospital acquired BSI, UTI, and CDAD, after photocatalyst antimicrobial coating.
Conclusion. MRSA acquisition rate and hospital acquired pneumonia were significantly reduced after photocatalyst antimicrobial coating. This study provides evidence that photocatalyst antimicrobial disinfection can be an adjunctive measure to control MRSA acquisition in high incidence setting.
Disclosures. Friday, October 5, 2018: 12:30 PM Background. The healthcare environment has been established as a reservoir for human pathogens and specifically multidrug-resistant organisms (MDRO). High touch surfaces and fomites in a patient's room mediate transmission between infected and uninfected patients and personnel. Efforts to reduce hospital-associated infections due to MDROs often focus on room cleaning; however, adherence to and thoroughness of cleaning pose significant challenges.
Methods. A crossover trial was implemented in January 2016 (for 15 months) at Assaf Harofeh Medical Center (Israel) in four identical medical units. Single-use wipes (Clinell®; universal wipes and sporicidal wipes for rooms of patients with C. difficile), were compared with common practices which consisted of reusable cloths and bleach (1,000-5,000 ppm). Six-month cleaning and intervention periods were used on units in alternating sequences, separated by washout periods. Cleaning was monitored twice a week (bedrail, bedside table, clinical binder, call button, and lamp switch), by a fluorescent marker system (Clinell®). Comparisons used GEE with clustering for room. Staff were surveyed on intervention feasibility, acceptability, and satisfaction.
Results. Complete cleaning in all five test locations was found in 23% of 400 total assessments and was more common in the intervention group (34% vs. 12%; OR = 3.7; P < 0.001). Cleaning adherence was highest for the bed rail (71%) and lowest for the call button (38%). The use of wipes had the largest effect on adherence for the light switch (59% vs. 26%; OR = 4.2; P < 0.001). Intervention timing was not associated with overall adherence (P = 0.10). 94% of staff reported overall satisfaction of "very good" or "excellent, " and 90% of staff reported that use of the wipes shortened the cleaning process.
Conclusion. The use of cleaning wipes resulted in greater adherence to room cleaning and the method was reported to be acceptable to staff. Future aims of this large study (over 10,000 patients were enrolled and data collection not yet completed) are to determine the impact of this intervention on rates of hospital-acquired infections, MDRO acquisitions, and mortality.
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